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Introduction

Refraction contrast of simple objects have been obtained using Diffraction Enhanced
Imaging (DEI) [1, 3] and compared to conventional radiographic contrast. Lucite cylinders and
nylon wires were imaged using 18 keV synchrotron radiation at the National Synchrotron Light
Source (NSLS) at Brookhaven National Laboratory. The DEI images were obtained by placing a
silicon analyzer crystal tuned to the [333] plane in the beam path between the sample and the
detector. They showed improved contrast of the objects when compared to normal radiographs.
This comparison, called the DEI gain, is the ratio of the refraction contrast (or peak contrast) to
the conventional radiographic contrast. Experiments and computer simulation consistently
resulted of gain values larger than one, indicating much higher contrast levels due to DEI. This
is part of an ongoing effort to develop a clinical DEI prototype for mammography. One of the
challenges in developing the prototype is choosing an optimal digital detector for integration into
the system. The recent successes of DEI (and phase contrast imaging, a related technique) in
showing improved contrast of spiculations and lesions in breast tissue [2, 4, 5, 6] has inspired
similar studies to determine the contrast of calcifications. An important factor in the choice of
detector is the ability to resolve pixel-sized or near-pixel-sized objects.

The objects imaged in this study were chosen because of their simple geometry and well-
characterized physical properties (e.g., refractive index, attenuation coefficient, density). The
objects ranged in size from 2.54 cm down to 100 um, which is close to the size of a detector
pixel. A computer model simulating DEI images of these objects has also been developed and
its results have been compared to experimental results.

Annual Summary

Experimental Setup and Methods

Experiments were carried out at the X-15A beamline, a general-purpose beamline at the
National Synchrotron Light Source, Brookhaven National Laboratory, Upton, New York. A
diagram of the apparatus is shown in figure 1.

The apparatus consisted of a double crystal Bragg monochromator that prepared an
imaging beam of 1-mm height and 8-cm width. Images were obtained at 18 keV. The imaging
beam was monitored by an ionization chamber to measure the skin entry dose to the various
phantoms. Plastic absorbers were used to control the dose to the phantoms. A fast shutter
system was used to control the exposure to the detector. The shutter opened when the scanning
stage was at a constant velocity and was closed at the end of the scan range before the stage was
slowed to a stop. The dose was controlled by a combination of incident beam Lucite absorbers
and the scanning speed. For DEI images, an additional silicon [333] analyzer crystal was placed
in the beam path between the sample and the detector. The analyzer was tuned by rotating it
about its horizontal axis. A second ionization chamber measured the exit dose and the image
was recorded using a Fuji HRS image plate. The plates were read out using a Fuji BAS2500
Image Plate Reader.

Conventional radiographs were obtained by placing the image plate on the sample stage,
perpendicular to the beam (as seen in Figure 1a), and scanning the sample and plate together
through the beam. DEI images were obtained by scanning the sample and the image plate in
opposite directions. Raw images were obtained with the analyzer crystal tuned to the Bragg
angle (peak images), or on either side of the Bragg peak at angles corresponding the full-width
half-maximum (FWHM) value of the rocking curve. Figure 2 shows the rocking curve profile
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Figure 1. Diagram of apparatus used to acquire images at the X15A beamline
at NSLS. Image is not to scale. a) Conventional radiograph mode, b) DEI
mode.

for the analyzer crystal tuned to the [333] plane at 18 keV. The FWHM value for silicon [333] at
18 keV is approximately 3.6 uradians Images of a sample taken with the analyzer crystal tuned
to either side of the peak are also shown.

In order to characterize the contrast of small objects imaged using DEI, samples were
chosen which had a simple geometry and well-known physical characteristics. This study will
eventually include images and analysis of actual calcifications in breast tissue, but they are not
included here. So, wires and cylinders of various composition and diameters were chosen.

Table 1 lists the objects imaged and their respective diameters.

Table 1. Characteristics of samples used for imaging.
Object Diameters
Lucite cylinder 2.54 cm, 1.27 cm, 0.635 cm
Nylon fishing line 0.7112 mm, 0.5588 mm, 0.2032 mm, 0.101 mm

Modeling the DEI images by computer was accomplished by tracing an x-ray through the
object using Snell’s law to track changes in direction of the x-ray at both the entrance and exit
from the object, and the exponential attenuation law to calculate the amount of radiation
attenuated by the object along the path. The simulation also accounted for a finite source and
finite detector by convolving the image of the object with a simulated source profile and
simulated detector profile. Details for the source were obtained from the NSLS, while details for
the detector were obtained from previous experiments (as outlined in the 2000 Annual Report).
Characteristics of the detector included its PSF and noise levels.

Discussion of Results

Figure 3 shows experimental images of the Lucite cylinders and the Nylon wires. The
refraction image is a composite of the images taken at either side of the rocking curve and
combined according to the following relation:
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Angle (uradians)
Figure 2. Rocking curve profile for the[333] plane of the analyzer crystal at 18
keV. The angle of zero denotes the Bragg diffraction angle. The images labeled
IL and IH are of a Lucite cylinder 1.27 cm in diameter. It is important to note
how the images seem reverses of each other.
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where Iy and I are the radiation intensities of the images taken on the high-angle and low-angle
sides of the rocking curve, respectively. R(6y) and R(6;) are the reflectivities of the rocking
curve on the respective sides and dR/d@are the first derivatives of the rocking curve at the
respective angles. The term A#, is applied on a pixel-by-pixel basis. Thus in the figure it is clear
that larger objects tend to show up in images with roughly the same intensity when comparing
DEI to a normal radiograph. In other words, they have approximately the same contrast. As the
objects get smaller, the radiographs tend degrade while the DEI images (both refraction and
peak) boast a much higher contrast. In fact, for the 0.101 mm Nylon wire, the object is not
visible in the image, while the corresponding DEI images show the object. This is an important
point because the pixel size is 50 um, just half the diameter of the wire. The point spread
function (PSF) of the Fuji Image Plate reader is about 160 ¢m. This is a significant factor in a
DEI system’s ability to detect pixel-sized and near-pixel-sized calcifications.
Contrast was determined by measuring values for the minimum, maximum and/or

background from several vertical line profiles in each image. The radiographic contrast is
defined by,

I avg I in,ra
Crad = £ min et H (2)
I avg
where I, is the average background in the image, and 1, is the minimum value in the object.

The peak contrast is given by,
I, -1

v min, peak
Cpeak = L__E_._.’ (3)
'I avg
with similar definitions as in equation 2. The main difference in the two equations is that
minimum value in the radiograph occurs where the x-rays travel the longest path through the

object, namely, along the diameter. In the peak image, the minimum value occurs near the edges

6
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2.54cm 127 cm 0.635 cm 07112 mm 0.5588 mm 0.2032 mm 0.101 mm
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Refraction

Peak

Figure 3. Comparison of DEI images to conventional radiographs. Radiographs of the images are in the
top row, while the refraction images are in the second row and the peak images are in the bottom row. The
diameters of the objects are given across the top. The first three images in each row are of the Lucite
cylinders, while the last four in each row are of the Nylon wires.

of the object, where the x-rays have traveled the shortest path, but have also undergone the
greatest amount of refraction.

In addition to the definition of contrast, signal-to-noise ratios (SNR) have been defined
for both the refraction image as well as the radiographic image. The SNR in the refraction image
is given by

R_—-R_.
SNRref - max min . (4)
. O-avg
where Ryuqr and R, are the maximum and minimum values in the refraction image, and Ouvg 15
the noise level in the background. The noise has been defined as one standard deviation from the

mean. Similarly, the SNR for the radiograph is given by,

I -1
SN. Rrad = H (5 )
O g

where all the terms are defined above

In comparing the DEI results to the radiographic results, a quantity, called the gain value
is defined. For the peak image, the gain is obtained by taking the ratio of the peak contrast to the
radiographic contrast:

C eak

Gpeak = C’:ad ’ (6)
while for the refraction image, the gain is obtained by taking the ratio of the refraction SNR to
the radiographic SNR, or,
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Figure 4. Experimental results. For all plots, results of the Nylon wires are empty symbols, while
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radiographic contrast. b) Comparison of refraction SNR to radiographic SNR. c¢) Comparison of
refraction gain to peak gain. Error bars indicate one standard deviation from the mean value.
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- Figure 4 shows the experimental results. Each graph plots the contrast, SNR, or gain as a

function of object diameter. From 4a and 4b the results clearly show that both the peak contrast
and refraction SNR are much higher at all diameters than their radiographic counterparts, with
the largest differences occurring at the smaller diameters. As for the gain values, there is a peak
in both plots near 0.7-mm diameter. This suggests that as the object size approaches pixel
dimensions, the contrast becomes dominated by extinction (a combination of absorption and
ultra-small angle scattering). Indeed, a pixel-sized object will show only extinctive effects.

Figure 5 shows the results of computer simulations for Nylon wires of varying diameter.
For this particular simulation, the detector was similar to the Fuji system, except that it lacked
the same noise characteristics. Therefore, theses results cannot be directly compared to the
results in figure 4. Each graph plots the contrast, SNR, or gain as a function of object diameter,
as in figure 4. In this case, however, the plots are all for Nylon. A few artifacts are present in
the plots in the small diameter range. These are due to computational techniques, which are
undergoing refinement. But the trends are clearly similar to the experimental results, including
the local maximum in the gain values. There is a much sharper decline in all plots in the small
diameter regime, unlike in figure 4. This also indicates the domination of extinction over
refraction at small diameters. The sharp decline is attributed to the low noise level in the
simulation. Simulations using higher noise levels suggest a more gradual decline.




y . This page contains unpublished data — distribution limited

Contrast Comparison Signal-to-Noisc Ratios

L0060

0.100 4

Contrast

& ‘A‘A
0010 -
4

2
0.001 t t
LE-01 LE+00 LE+01 LE+02 1LE-01 LE+00 LE+01 LE+H2

Wire Diameter (mm) Wire Diameter (mm)
a wgy—Radiograph —o—Peak b {—_k- Radiograph ~go—Refraction

DEI Gain

LE-01 LE+00 LE+Ot LE+02

Wire Diameter (mm)

c —o—Pcak —g—Refraction
Figure 5. Results of computer simulations for nylon wires of varying diameter. Simulations
assume a detector similar to the Fuji system with similar PSF characteristics. Source
characteristics are similar to the X-15A beamline at NSLS.

Training Accomplishments

As a result of the efforts of the past year, a great deal of training value has been gained.
Expertise in conducting DEI experiments and proficiency of synchrotron beamline operations
have been achieved. These skills have been useful in developing a doctoral dissertation and in
training individuals joining the DEI collaboration. The project has also generated new image
processing techniques and has resulted in the improvement of existing ones. This is important
because DEI is still a relatively new imaging modality. These new techniques will prove
invaluable to future researchers as the technique is implemented in the clinic. In addition to
practical experience, formal coursework in scanning electron microscopy has supplemented a
firm foundation in analytical imaging techniques. Finally, by conducting experiments on objects
with a simple geometry, it is now possible to apply these experiments and techniques to objects
of greater importance, namely, calcifications in breast tissue.

Key Research Accomplishments

e Developed a method for quantifying contrast in images obtained using DEI

e Compared DEI contrasts to conventional radiographic contrast and demonstrated the
superiority of DEI over conventional radiography with respect to contrast enhancement

e Developed computational techniques for modeling DEI images and for predicting image
contrast, especially at near-pixel-sized objects

Reportable Qutcomes

e A poster on this study was given at the 12" National Synchrotron Radiation Instrumentation
Conference, August 22 - 24, 2001, Madison, Wisconsin



e A presentation including this study was given at the American Physical Society Annual
Meeting, March 12 — 16, 2001, Seattle, Washington

e Itis intended that the results of this work will be submitted for publication

Conclusions

This findings in this study clearly demonstrate the ability of DEI to produce higher
contrast images when compared with conventional radiographs. This is true even as the object
size is approaches the size of a detector pixel (or its PSF). Conventional radiographic contrast
suffers in this regime more than enhanced contrast. This becomes important for determining an
optimal detector for a clinical DEI device. Smaller pixels in a detector may improve resolution
and reduce aliasing, but noise levels will increase, limiting the minimum size of an object that
can be resolved. Future investigations will include computer modeling of images using a variety
of detector characteristics and conducting experiments on calcifications embedded in breast
tissue. The latter will pose an interesting challenge because calcifications are not typically
homogeneous in composition like the objects used in this study. Their extinction characteristics
are considerably different and pixel-sized or near-pixel-sized calcifications will require
additional image processing techniques to illustrate the improved contrast using DEI.
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